STANDARD OPERATI NG PROCEDURE

USEPA Region |1 Date: May, 2002
SWB46 Met hod 8082 SOP HW 23B, Rev. 1.
YES NO N A
PACKAGE COMPLETENESS AND DELIVERABLES
CASE NUVBER: SDGH
LAB: S| TE:
1.0 Data Conpl eteness and Deliverabl es
1.1 Has all the data been submtted in CLP
del i verabl e format? [ ]
1.2 Have any nissing deliverabl es been received
and added to the data package? [ 1]
ACTI ON: Call lab for explanation/resubnmttal of any
m ssing deliverables. If |ab cannot provide
them note the effect on review of the data
in the reviewer narrative.
2.0 Cover lLetter, SDG Narrative
2.1 Is a laboratory narrative or cover letter
present ? [ ]
2.2 Are the case nunber and/or SDG nunber contai ned
in the narrative or cover letter? [ 1
3.0 Data Validation Checkli st

3.1 Does this data package contai n:
Wat er data?
Wast e data?

Soil/solid data?
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STANDARD OPERATI NG PROCEDURE
USEPA Region |1 Date: May, 2002
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YES NO NA

POLYCHLORINATED BIPHENYLS

1.0 Traffic Reports and Laboratory Narrative

1.1 Are traffic report and chai n-of -custody forns
present for all sanples? [ ]

ACTI ON: If no, contact lab for replacenent of m ssing or
illegible copies.

1.2 Do the traffic reports, chain-of-custody forns or
SDG narrative indicate any problens with sanple
recei pt, condition of the sanples, analytical
probl ems or special circunstances affecting the

qual ity of the data? [1]
ACTI ON: If any sanple anal yzed as a soil, other
t han TCLP, contains 50% 90%water, all data
shoul d be qualified as estimated, "J." If a

soil sanple, other than TCLP, contains nore
than 90% wat er, non detects shall be qualified
as unusable, "R "

ACTI ON: If sanples were not iced or if the ice was
nmel ted upon arrival at the |aboratory and the
tenperature of the cool er was el evat ed
(> 10° C, flag all positive results
"J" and all non-detects "UJ".

2.0 Holding Tines

2.1 Have any PCB technical
hol ding tinmes, deternmined fromdate of collection
to date of extraction, been exceeded? [ 1

Wat er and waste sanples for PCB anal ysis nust be extracted
within 7 days of the date of collection. Extracts nust be
anal yzed within 40 days of the

date of extraction. Soils and solid sanples nust

be extracted within 14 days of collection and

anal yzed within 40 days of extraction.

ACTI ON: If technical holding tines are exceeded, flag al
positive results as estimated, "J," and sanple
gquantitation limts "UJ" and docunment in the
narrative that holding ti mes were exceeded. If
anal yses were done nore than 14 days beyond
holding tine, either on the first analysis or
upon re-anal ysis, the reviewer nust use
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YES NO NA

prof essi onal judgenent to determnine the
reliability of the data and the effects of
addi ti onal storage on the sanple results. At a
mnimum all the data should at | east be
qualified "J", but the reviewer may determne

t hat non-detects are unusable,"R "

.0 Surrogate Recovery (Formll)

3.1 Were the recoveries of tetrachl oro-m xyl ene ( TCVX)
and decachl or obi phenyl (DCB) presented on CLP
Surrogate Recovery Summary forns (Formll), or
equi val ent, for each of the following natrices?

a. Wat er / Wast e [ ]

b. Soi |/ Sol i d [ ]

3.2 Are all the PCB sanples listed on the
appropriate surrogate recovery formfor each of
the following matrices?

a. Wat er [ ]

b. Wast e [ ]

C. Soi |l / Sol i d [ ]
ACTI ON: Call lab for explanation/resubnittals.

If missing deliverables are unavail abl e,
docunent the effect in the data assessnent.

3.3 Did the |laboratory provide their devel oped i n-house
Surrogate recoveries? [ 1]

ACTI ON: If no, use 70 -130% recovery to qualify in
section 3.4 bel ow.

3.4 Were surrogate recoveries of TCMX or DCB out si de
of the | aboratory-established upper (UCL) or | ower

(LCL) control limts for any sanple or bl ank? [ ]
ACTI ON: Circle all outliers in red.
ACTI ON: No qualification is done if surrogates are
diluted out. |If recovery for both surrogates is
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Date: May, 2002
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YES NO NA

bel ow the LCL, but above 10% flag all results
for that sanple "J". |If recovery is < 10%for
either surrogate, qualify positive results "J"
and flag non-detects "R'. |If recovery is above
the UCL for both surrogates qualify positive
val ues "J".
Note: DCB is used when PCBs are determned as Aroclors. DCB is
the internal standard when determ ning PCB congeners and
TCMX t he surrogate.
3.5 Were surrogate retention tinmes (RT) within the
w ndows established during the initial 5-point
anal ysi s? [ ]
ACTI ON: If the RT linmts are not net, the analysis may be

qualified unusable (R for that sanple on the
basi s of professional judgenent. However, flag
positive hits as estimate (J) if confirmed by

GC/ M5 anal ysi s.

3.6 Are there any transcription/calculation errors
bet ween raw data and Form 11 ?

ACTI ON: If large errors exist, call lab for

L[]

expl anation/resubnittal. Make any necessary

corrections and docunent the effect in data
assessnent s.

4.0 Laboratory Control Sanple

4.1 Are raw data and percent recoveries present for
all Laboratory Control sanples as required by
Met hod 8000B (section 8.5) and Met hod 8082
(section 8.4.2)7

Verify that QC check sanples were extracted
and anal yzed by the sane procedures used for
the actual sanples.

ACTI ON: If any Laboratory Control Sanple data are
m ssing, call the Iab for explanation

L[]

/resubmttals. Make note in the data assessnent.

NOTE: For aqueous sanples, an additional QC check

sanpl e nust be prepared and anal yzed when any
analyte in a natrix spike fails the required
acceptance criteria (see section 5.3 below. The
addi ti onal QC check sanple nmust contain each

analyte that failed in the M5 anal ysis.
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SVW846 Met hod 8082 SOP HW 23B, Rev.1.0

5.

YES NO NA

Not e: When the results for matrix spi ke anal ysis indicates a
probl em due to sanple matrix effects, the LCS results
are used to verify the | aboratory can performthe analysis
in a clean sanple.

4.2 \Were Laboratory Control Sanples anal yzed
at the required concentration for all anal ytes
of interest as specified in Method 8000B
(sec.8.5)? []
ACTI ON: If Laboratory Control Sanples were not anal yzed
at the required concentration or the required
frequency, make note in the data assessnent and
use professional judgenment to determ ned the
af fect on the data.

4.3 \Wre the LCS recoveries within the |aboratory’s in-house
per cent recoveries (if not available, use 70 - 1309 [ ]

4.4 |f no, were Laboratory Control Sanples
re-anal yzed? [ ]

Not e: Corrective action nust be taken when one or nore
of the analytes of interest fail the QC acceptance
criteria (Method 8000B, section 8.7.4)

ACTI ON: If QC check sanples were not re-analyzed, or a
general system problemis indicated by repeated
failure to neet the @ acceptance criteria
specified in the nmethod, rmake note in the data
assessnment and use professional judgenent to
deternine the effect on the data.

0O Matrix Spikes (Formlll)

5.1 Are all data for one matrix spi ke and matri x duplicate
(unspi ked) pair (MS/Dup) or matrix spike/matric spike
duplicate (MsS/ MSD)present and conplete for each matri x
Met hod 8082(section 8.4.1)7 []

NOTE: For soil and waste sanpl es show ng detectabl e
anounts of organics, the |lab may substitute
replicate sanples in place of the matrix spi ke
(see Method 8000B-40, section 8.5.3)).

5.2 Have MS/Dup or MS/MSD results been summarized on
nmodi fied CLP Form1117? [ ]

ACTI ON: If any data are nissing take action as specified
in section 3.2 above.

5.3 Were matrix spikes anal yzed at the required frequency
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STANDARD OPERATI NG PROCEDURE
USEPA Region |1 Date: May, 2002
SVW846 Met hod 8082 SOP HW 23B, Rev.1.0

YES NO NA

for each of the following matrices? (One M/ Dup, MsS/ MsD
nmust be perforned for every 20 sanples of simlar matrix
or concentration |evel. Laboratories analyzing

one to ten sanples per nonth are required to

anal yze at | east one M5 per nonth (Method 8000B- 39
(section 8.5)).

a. Wat er [ 1]

b. Wast e [ ]

C. Soi |l / Sol i d [ ]
ACTI ON: If any MS/Dup or MsS/ MsD data are nissing,

take the action specified in 3.2 above.

5.4 Were the 70 - 130% recoveries used to
conpare the matrix spi ke recoveries, or did the
| ab use the optional QC acceptance criteria
di scussed in Method 8000B-40(section 8.5.3.1)7?

List the criteria used and nake note in
data assessnent.

Criteria used

5.5 Was the matrix spi ke prepared at the proper spike
concentration? (Method 8000B, section 8.5.1-8.5.2) [ ]

For aqueous organic extractable, the spike concentration
shoul d be prepared accordi ng options in: Mthod 8000B-40,
(section 8.5.1 and 8.5.2).

ACTI ON: No action is taken based on M5 or replicate data
al one. However, using infornmed professional
judgenent, the data reviewer may use the matrix
spi ke or laboratory replicate results in
conjunction with other QC criteria and determn ne
the need for some qualification of the data. In
sone instances it may be determ ned that only the
replicate or spiked sanples are affected.
Alternatively, the data may suggest that the
| aboratory is having a systematic problemwith
one or nore analytes, thereby affecting all
associ at ed sanpl es.

6.0 Blanks (FormlV)
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USEPA Region |1 Date: May, 2002
SVW846 Met hod 8082 SOP HW 23B, Rev.1.0

YES NO NA

6.1 Was reagent blank data reported on CLP equival ent
Met hod Bl ank Summary form(s) (FormlV)? [ ]

6.2 Frequency of Analysis: Has a reagent bl ank been
anal yzed for every 20 (or |ess) sanples
of similar matrix or concentration or each

extraction batch? [ 1]
ACTI ON: If any blank data are mi ssing, take action as
speci fied above (section 3.2) . |If blank data is

not available, reject (R) all associated positive
data. However, using professional judgenent, the
data reviewer may substitute field blank data for
m ssi ng method bl ank dat a.

6.3 Chronat ography: review the blank raw data -
chromat ograms, quant reports or data system
printouts.

Is the chromat ographic perfornmance (baseline
stability) for each instrunment acceptabl e for
PCBs? [ ]

ACTI ON: Use professional judgenment to determnine the
effect on the data.

.0 Contam nation

NOTE: "Wat er bl anks", "distilled water blanks" and
"drilling water blanks" are validated |ike any
ot her sanple and are not used to qualify the
data. Do not confuse themw th the other QC
bl anks di scussed bel ow.

7.1 Do any nethod/instrunent/reagent/cl eanup bl anks
have positive results for PCBs? Wen applied as
descri bed bel ow, the contam nant concentration
in these blanks are multiplied by the sanple
Dilution Factor and corrected for % noisture
when necessary. []

7.2 Do any field/rinse blanks have positive
PCB results? [ ]

ACTI ON: Prepare a list of the sanples associated wth
each of the contam nated bl anks. (Attach a
separate sheet.)

NOTE: All field blank results associated to a

particul ar group of sanples (nmay exceed one per
case or one per day) nay be used to qualify data.
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USEPA Regi on |
SVW846 Met hod 8082

Date: May, 2002
SOP HW 23B, Rev.1.0

Bl anks may not be qualified because of
contam nation in another blank. Field bl anks
ified for surrogate, or calibration

must be qual
QC probl ens.

YES NO NA

ACTI ON: Foll ow the directions in the table below to
qual ify sanple results due to contam nation. Use
value fromall the associated bl anks.

t he | argest

Sanpl e conc > EDL but < 5
x bl ank

Sanple conc < EDL & is <
5 x bl ank val ue

Sanple conc > EDL & > 5
x bl ank val ue

Fl ag sanple result with a
n Ul

Report EDL & qualify
n Ul

No qualification is
needed

8.

NOTE: If gross blank contanination exists, al
in the associated sanpl es should be qualified

as unusabl e

7.3 Are there field/rinsel equi pnent

(R).

with every sanple?

| data

bl anks associ at ed

[ ]

ACTI ON: For low | evel sanples, note in data assessnent
that there is no associated field/rinse/equi pnment

bl ank. Exception

sanpl es taken from a drinking

wat er tap do not have associated field bl anks.

0 CC Apparatus and Materials

8.1 Was the proper gas chromatographic capillary colum
used for the anal ysis of PCBs?

Acti on: Check raw data, instrunent |ogs, or contact the
lab to deternine what type of colums were
used. (Method 8082, section 4.2)

8.2 Indicate the specific type of narrow bore or
wi de bore (.53 mm ID, fused silica GC col ums,
such as DB-608 and DB 1701 or equivalent).

colum 1:

[ 1]

colum 2:

ACTI ON: Not e any changes to the suggested materials in
section 8.1 above in the data assessment. Also
note the inpact (positive or negative)
changes have on the anal ytical results.
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STANDARD OPERATI NG PROCEDURE
USEPA Region |1 Date: May, 2002
SVW846 Met hod 8082 SOP HW 23B, Rev.1.0

YES NO NA

9.0 Calibration and GC Perfornmance

9.1 Are the follow ng Gas Chromat ograns and Dat a
Systenms Printouts for both colums present
for all sanples, blanks, MS, replicates?

a. Sanpl es [ 1]

b. Al'l bl anks [ 1]

C. Matri x spi ke sanpl es [ ]

d. 5 pt. initial calibration standards [ ]

e. calibration verification standards [ ]

f. Laboratory Control sanples (LCS) [ ]
ACTI ON: If no, take action specified in 3.2 above.

9.2 Are data summary forns (containing calibration
factors or response factors) for the initial 5
pt. calibration and daily calibration verification
standards present and conplete for each col um
and each anal ytical sequence? [ ]

Not e: Calibration Aroclor mxtures other than 1016/ 1260
may be used (as per approved project QA plan)

NOTE: If internal standard calibration procedure is
used (Method 8000B-15(section 7.4.2.2)), then
response factors nust be used for %RSD
cal cul ati ons and conpound quantitation. If,
external standard calibration procedures are used
(Met hod 8000B-16 (section 7.4.2.1)), then
calibration factors nust be used. The internal
standard approach is highly
recomrended for PCB congener anal ysis.

ACTI ON: If any data are missing or it cannot be
determ ned how the | aboratory cal cul ated
calibration factors or response factors, contact
the lab for explanation/resubmttals. Make
necessary corrections and note any problens in
the data assessnent.

9.3 Are there any transcription/cal cul ation errors
bet ween raw data and data sumrary forns? [ ]

ACTI ON: If large errors exist, call lab for
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YES NO NA

expl anation/resubnmittal, make necessary
corrections and docunent the effect in data
assessnents.

9.4 Are standard retention time (RT) wi ndows for each
PCB peak of interest presented on nodified CLP
sunmary forns? [ ]

ACTI ON: If any data are missing, or it cannot be
det erm ned how RT wi ndows were cal cul at ed, cal
the ab for explanation/resubmttals. Note any
problenms in the data assessnent.

NOTE: Retention time windows for all PCBs are
established using retention tines fromthree
calibration standards anal yzed during the entire
anal ytical sequence (Method 8000B, section 7.6).

Best results are obtained using retention tines
whi ch span the entire sequence; i.e., using the
calibration verification/continuing calibration
st andards anal yzed every 12 hours.

9.5 Were RT windows on the confirmation colum
establ i shed using three standards as descri bed
above? [ 1]

NOTE: RT wi ndows for the confirmation columm shoul d be
established using a 3 pt. calibration, preferably
spanni ng the entire anal ytical sequence as
described in 9.4 above. |f RT wi ndows on one
colum are tighter than the other, this nmay
result in fal se negatives when attenpting to
i dentify conpounds in the sanples.

ACTI ON: Note potential problens, if any, in the data
assessnent.

9.6 Do all standard retention tines in each |evel of
the initial 5 pt. calibrations for PCBs fal
wi thin the wi ndows established during the initial
cali bration sequence? [ ]

ACTIONi: If no, all sanples in the entire analytical sequence are
potentially affected. Check to see if three standard
spanni ng the entire sequence were used to obtained RT
Wi ndows. If the lab used three standards fromthe 5 pt.,
RT wi ndows may be too tight. |If so, RT windows should be
recal cul ated as per Mthod 8081B-15 (section 7.4.6).

ii. Alternatively, check to see if the chromatograns contai n peaks
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YES NO NA

wi thin an expanded window surroundi ng the expected retention
tinmes.

If no peaks are found and the surrogates are

vi sible, non-detects are valid. |If peaks are
present but cannot be discerned through pattern
recognition or by using revised RT wi ndows,
qualify all positive results and non-detects as
unusable, "R'.

9.7 Has the linearity criteria for the initial
calibration standards been satisfied for both
col ums? (% RSD nust be < 20.0% for al
anal yt es). 1]

ACTI ON: If no, qualify all associated positive results
generated during the entire anal ytical sequence
"J" and all non-detects "UJ". When RSD > 90%
flag all non-detect results for that analyte "R
(unusabl e) .

9.8 Does the calibration verification/continuing
Cal i bration standard contain the PCB peaks of
i nterest, analyzed on each working day, prior
to sanpl e anal yses (Mthod 8082, sections 7.6.2)7 []

9.9 Has a calibration verification/continuing calibration
standard been anal yzed after every 10 sanpl es and at
the end of each anal ytical sequence

(Met hod 8082, section 7.6.2) [ 1]
ACTI ON: If no, take action as specified in section 3.2
above.

9.10 Has the percent difference (%) exceeded = 15%for
any PCB analyte in any calibration verification/
Continuing calibration standard? []

9.11 Has a new 5 pt. initial calibration curve been generated
for those PCB analytes which failed in the calibration
verification/continuing calibration standard (8000B, section
7.7.3), and all sanples which foll owed the out-of-contro
calibration verification/standard continuing calibration
St andar d? [ ]

ACTI ON: If the % for any anal yte exceeded the + 15%
criterion and the instrunent was not recalibrated
for those analytes, qualify positive results for
all associated sanples (those which followed the
out-of -control standard) "J" and sanple
quantitation limts "UJ". |If the % was > 90%
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YES NO NA

for any analyte, qualify non-detects "R',
unusabl e.

9.12 Have retention tinme (RT) w ndows been properly
cal cul ated for each analyte of interest (Mthod
8000B, section 7.6), using RTs fromthe

associ ated calibration verification/continuing [ ]
st andard?
ACTI ON: If no, take action specified in section 3.2 above

9.13 Do all standard retention tines for each calibration
verification/continuing calibration standard fal
within the wi ndows established during the initial
cal i brati on sequence? []

9.14 Do all standard retention tinmes for each nmd-
concentration standard (anal yzed after every 10

sanples) fall within the daily RT wi ndows [ ]
ACTI ON: If the answer to either 9.13 or 9.14 above i s no,

check the chromatograns of all sanples which
followed the last in-control standard. All
sanpl es anal yzed after the last in-contro
standard nmust be re-injected, if initial analysis
i ndi cated the presence of the specific anal yte
that exceeded the retention time criteria. |If
sanpl es were not re-anal yzed, document under
Contract Non-conpliance in the Data Assessnent.

Revi ewer has two options to deternmine howto
qual i fy questionable sanple data. First option
is to determne if possible peaks are present
within daily retention time wndow. |If no
possi bl e peaks are found, non-detects are valid.
If possible peaks are found (or interference),
qgual ify positive hits as presunptively present
"NJ" and non-detects are rejected "R'. Second
option is to use theratio of the retention tine
of the analyte over the retention tinme of either
surrogate. The passing criteria is + 0.06 RRT
units of the RRT of the standard conponent.
Reject "R' all questionabl e anal ytes exceedi ng
criteria, and "NJ" all other positive hits.

For any nulti-response analytes, retention time
w ndows shoul d be used but anal yst and revi ewer
should rely primarily on pattern recognition or
use option 2 specified in paragraph above.

9.15 Are there any transcription/cal culation errors
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YES NO NA

bet ween raw data and data sumrary forns? []

ACTI ON: If large errors exists, call lab for
expl anation/resubnittal, make any necessary
corrections and docunent the effect in data
assessnents under "Concl usi ons”

10.0 Anal yti cal Sequence Check (Form VI -PEST)

10.1 Have all sanples been listed on CLP FormMI1| or
equi val ent, and are separate forns present for
each col um? [ ]

ACTI ON: If no, take action specified in 3.2 above.

10.2 Was the proper anal ytical sequence foll owed
for each initial calibration and subsequent
anal yses? [ ]

ACTI ON: If no, use professional judgenent to determ ne
the severity of the effect on the data and
qualify it accordingly. GCenerally, the effect is
negli gi bl e unl ess the sequence was grossly
altered or the calibration was al so out of
[imts.

10.3 Were the TCMX/ DCB surrogate RTs for the sanples within
the nean surrogate RT fromthe initia calibration? [ ]

Acti on: If no, see “Action” in section 9.14 above

11.0 Extraction Techniques for Sample Preparation

Met hod 8081B pernits a variety of extraction techniques
to be used for sanple preparation. Wich extraction
procedure was used?

1. Aqueous sanples:

1. Separatory funnel (Method 3510) [ ]

2. Continuous liquid-liquid extraction [ ]
(Met hod 3520)

3. Solid phase extraction (Method 3535) [ ]

4. O her [ ]

2. Solid sanples:

1. Soxhlet (Method 3540)

-PCB 13 -



STANDARD OPERATI NG PROCEDURE
USEPA Region |1 Date: May, 2002
SVW846 Met hod 8082 SOP HW 23B, Rev.1.0

YES NO NA

2. Automated Soxhlet (Method 3541) [ 1]
3. Pressurized fluid (Method 3545) [ ]
4. Mcrowave extracti on (Met hod 3546) [ ]
5. Utrasonic extraction (Method 3550) [ ]
6. Supercritical fluid (Method 3562) [ ]
7. Oher [ ]

11.1 Extract C eanup - Efficiency Verification (FormlX)

11.1.1 Met hod 8082 (section 7.2) references nethod
3660 (sul fur) and 3665A (sulfuric acid) to use for
Cl eaning extracts. VWeére one or both nmethod used? [ ]

ACTI ON: If no, take action specified in 3.2 above. |If
dat a suggests cl eanup was not perforned, nake
note in the data assessnent.

NOTE: Met hod 3620A, Florisil, may be used per approved
project QA plan. The nmethod does not |[|ist which
anal ytes and surrogate(s) to use to verify colum
efficiency. The reviewer nust check project plan
to verify nethod used as well as the correct PCB
list. If not stated or avail able, use the CLP
listing or accept what the | aboratory used.

11.2 Are all sanples listed on nodified CLP PCBs

Florisil/Cartridge Check Fornf? [ ]
ACTI ON: If no, take action specified in 3.2 above.
11.3 Was GPC d eanup (method 3640A) perfornmed? [ ]
NOTE: GPC cleanup is not required and is optional.

The revi ewer should check Project Plan to verify
requiremnent.

11.4 Were the sanme PCB anal ytes used in calibration used
to check the efficiency of the cleanup procedures? [ ]

11.5 Are percent recoveries (% R) of the PCBs and
surrogate conpounds used to check the efficiency
of the cleanup procedures within lab’s in-house QC
limts (use 70-130%if not avail able) [ ]

70-130% for GPC cali bration? [ ]
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YES NO NA

Qualify only the analyte(s) which fail the recovery
criteria as foll ows:

ACTI ON: If %R are < 80% qualify positive results "J"
and quantitation limts "UJ". Non-detects should
be qualified "R'" if zero YR was obtai ned for
PCBs. Use professional judgenent to qualify
positive results if recoveries are greater than
the upper limt.

12.0 PCB Identification

12.1 Has CLP Form X or equi val ent, showi ng retention time
data for positive results on the two GC col unms, been
conpleted for every sanple in which a PCB
was detected? [ ]

ACTI ON: If no, take action specified in 3.2 above, or
conpile a list conparing the retention tines for
all sanple hits on the two col ums.

12.2 Are there any transcription/calculation errors
bet ween raw data and data sunmary forns (initial
calibration summaries, calibration verification
sumari es, anal ytical sequence sumaries, GPC
and cl eanup verification forms)? [ ]

ACTI ON: If large errors exist, call lab for
expl anation/resubm ttal, make necessary
corrections and note error in the data
assessnment .

12.3 Are retention tinmes (RT) of sanple conpounds
within the established RT wi ndows for both
col ums/ anal yses? []

ACTI ON: Qualify as unusable (R) all positive results
whi ch were not confirmed by second GC col um
analysis. Also qualify "R', unusable, al
positive results not within RT wi ndows unless
associ at ed standard conpounds are sinilarly
bi ased. The revi ewer shoul d use professional
j udgenent to assign an appropriate quantitation
limt.

12.4 Check chromatograns for fal se negatives,
especially if RT windows on each colum were
established differently.
Were there any fal se negatives? [ ]
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YES NO NA

ACTI ON: Use professional judgenent to decide if the
conpound should be reported. |If there is reason
to believe that peaks outside retention RT
wi ndows shoul d be reported, nake corrections to
data summary forns (Form1l) and note in data
assessnent .

12.5 Was GO/ Ms confirmation provi ded when sanple
concentrati on was sufficient (> 10 ug/m) in the

final extract? [ ]
ACTI ON: Indicate with red pencil which Form| results
were confirmed by GC/MS and al so note in data
assessnent .

12.6 |Is the percent difference (%) calculated for the
positive sanple results on the two GC col ums
<25. 0% [ 1]

NOTE: The nmethod requires quantitation from one col um.
The second colum is to confirmthe presence of
an analyte. It is the reviewer's responsibility
to verify fromthe project plan what the lab was
required to report. If the lab was required to
report concentrations fromboth colums, continue
with validation for %Difference. |If required,
but not reported, either contact the lab for
results or calcul ate the concentrations fromthe
calibration. |If not required, skip this section.
Docunent actions in Data Assessnent.

ACTI ON: If the reviewer finds neither colunn shows
interference for the positive hits, the data
shoul d be qualified as follows:

% Di fference Qualifier
0-25% none
26-70% "J"
71-100% "NJ"
>100% * "R

100- 200% (I nterference detected)** "NJ"
>50% (PCBs value is <RQ) U

When the reported PCBs value is <CRQL and the
W is >50% raise the value to the CRQ. and
qualify with "U" (non-detect).

* Check the chromatogram |f pattern is confirned
qualify “J”. If pattern is mixed, has
interference, or the PCB cannot be positively
deternmined due to weathering, qualify “JN'.
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YES NO NA

If PCB can not be confirmed, qualify the PCB
as “R’.

**  \When the reported % is 100-200% but interference
is detected in either colum, qualify the data
with "NJ".

13.0 Conmpound Quantitation and Reported Detection Linmts

13.1 Are there any transcription/calculation errors in
Form 1l results? Check at |east two positive
val ues. Were any errors found? [ ]

NOTE: Si ngl e-peak PCBs results can be checked for rough
agreenent between quantitative results obtai ned
on the two GC colums. The reviewer should use
prof essi onal judgenent to deci de whet her a nuch
| arger concentration obtained on one col um
versus the other indicates the presence of an
interfering compound. If an interference is
suspected, the | ower of the two val ues should be
reported and qualified according to section 12.6
above. This necessitates a deternination of an
estimated concentration on the confirmation
colum. The narrative should indicate that the
presence of interferences has led to the
guantitation of the second colum confirnation
resul ts.

13.2 Are the EDLs (Estimted Detection Linits) adjusted
to reflect sanple dilutions and, for soils,
% nDi st ure? [ 1

ACTI ON: If errors are large, call lab for
expl anation/resubnittal, make any necessary
corrections and docunent effect in data
assessnents.

ACTI ON: When a sanple is analyzed at nore than one
dilution, the lowest EDLs are used (unless a QC
exceedance dictates the use of the higher EDL
data fromthe diluted sanpl e anal ysis). Replace
concentrations that exceed the calibration range
in the original analysis by crossing out the
value on the original Form| and substituting it
with data fromthe anal ysis of diluted sanple.
Specify which Form1l is to be used, then draw a
red "X' across the entire page of all Forml's
t hat shoul d not be used, including any in the
sunmary package.
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YES NO NA

ACTI ON: EDLs affected by | arge, off-scale peaks should be
qualified as unusable, "R'. If the interference
is on-scale, the reviewer can provide a nodified
EDL fl agged "UJ" for each affected conpound.

14.0 Chrommtogram Quality

14.1 Were baselines stabl e? [ 1

14.2 Were any el ectropositive displacenent

(negative peaks) or unusual peaks seen? [ ]
ACTI ON: Note all system performance problens in the data
assessnent.

15.0 Field Duplicates

15.1 Were any field duplicates submitted for
PCB anal ysi s? [ 1]

ACTI ON: Conpare the reported results for field duplicates
and calculate the relative percent difference.

ACTI ON: Any gross variation between field duplicate
results nmust be addressed in the reviewer
narrative. However, if large differences exist,
the identity of the field duplicates is
questionable. An attenpt should be nmade to
deternine the proper identification of field
dupl i cat es.
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